1., MISSOURI DEFARTMENT OF HEALTH AND SENIOR SERVICES

l;*\ STATE PUBLIC HEALTH LABORATORY

BREATH ALCQHOL PROGRAM

DATAMASTER MAINTENANCE REPORT REPORT 16
Complete Ihis reporl at the time of the regular monthly preventive maintenance check (nol lo a:l RECEIVED, T
Complsle this report whenever the instruntent is sarviced or repaired and whenever || Is placed; By Carof Day at 1:56 pry, Nov 08, 2013

Retain the original and send a copy within 15 days to tha Breath Alcohel Program, DHSS.

DATAMASTER S8 NAME OF AGENCY DATE OF INSPECTION
204172 Caldwell Co. Detention Center, Kingston 11507/2013
LOCATION OF INSTRUMENT (STREET AND GITY} TIME GF INSPECTION
2920 North Shamrock Road, Jefferson City 16:03

CHECKLIST: Place a mark In tha box by each ilem i found 1o be satisfactory or if oparating within established limils. (Write in observed values
where delermined.} Unmarked items must be correcled belore using instrument.

W] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from prinfouty _____11/07/2013 @ 16:03
[v] COMPUTER DETECTOR
PROGRAM W FILTERS
[V} HEATERS SAMPLE CHAMBER ____ *49°C /] QUARTZ STANDARD
FLOW DETECTOR ] CALIBRATION
PUMP HIGH SPEED ' 7] PRINTER

W INDICATOR LIGHTS

WV SIMULATOR SOLUTION SUPPLIER _ Guth Laboratories LOT # 13280 EXP. DATE __ 10/16/2015

SIMULATOR TEMP (34°C 1 0.2°C) ___ *3400°C gpmutatorsN __ DRS375  gxp paTe _ 04/15/2014

CALIBRATION CHECK — (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

Run three tasts using a slandard solution. All lhree tesls must be within 5% of the standard value and must have a spread of .005 ar
less. Mark Ihe box correspanding 1o the standard solution belng used. {PRINTOUT ATTACHED)

) 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[]0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[[10.040% STANDARD - MUST READ SBETWEEN 0.038% AND 0.042% INCLUSIVE

TEST §{ & .098 TEST 2 wr .099 TEST 3 & .099

V] PERFORM R.F.|. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{BO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [{0-.04) o {.05-.08} 0 {.10-.14) ] (.16-.19) 0 QVER .19 0

LIST ANY HEW PARTS ANO DESCRIBE ANY ALTERATION OF MODFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF HECESSARY),
Remaved compacled fibers from breath tube mouthpiece receptacle. Replaced tubing between flow thermistor block and fiva-way valve, Blew sample

chamber with compressed air. Replced g¢inter ribbon.

INSPECTING OFFICER s it i s i B e e T
PRINT FULL NAME

SIGNATURE D D C
N g 2 ) 2 '}v(}ﬁ ewayne D. Carver
TYPE i PERMIT NUNBER'EXPTATION NATE S i t TELEFHONE NUMBER
230161 (5/28/2015 {573) 751-4722
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Departmant of Heallh and Senior Seivices, Southeast District Office

2875 Jamas Blvd.
Poplar Bluff, MO 63801

MO 580- {464 {2.08} AN EQUAL OPPOITLAG YAAF FIMARVE AGTHON CWLOYER LAD-516
srrves provided &3 B rarcEarr matany Hida




> GUTH LABORATORIES, INC.

530 RORTH ¢7th STREET ©® HARRIABURG, PA 17111- 4811 @ TELEPHONE: 747-584-5470

- CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcoho! and water used in this solution were

free of test interfering substances.

<7 v

Ted L. Pauley, Preside
"GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST. '

All balances are calibrated annually by an ouiside agency using NIST traceable weights.
Calibration verification is done prlor to each use utilizing NIST traceable weights.
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HIGH SPEED:

IETECTOR

e

§ <= ITRRRCTEFS

1

CKEY

CORAY
QKA

o

FRINTER TEST

FRHENE (Y, -, /B ZI4EEPE: _
HIJKLHHGFQRSTUVHH?ZE\]”u‘abcdefghijklmno
RECADER ALL SUPPLIES FROMNPAS.

BURRTZ STANDARD:
parstuvepagz {3+~

4

FILTERS:

CAL IERATION:
OPERATOR SIGNATURE
Card Stock No.

60021

—=—r — i
FAGE THIS SIDE DOWN - THIS EDGE IN FIRSTl

BAC DataMaster
~ Evidence Ticket

MISSOURT STATE HIBHWAY PRTROL
BAC DATANASTER SERTAL’MUMBER 264172
: 11xa?x1q

TESTIHBZGFFICER.
CARVER-TEWAYNE-D ..
OFFICER I.DL: 041
“PERMIT NUMBER:- 238151
EXPIRATION DATEY 85/22,15
- MISCELLRMEDUS DATA:
« 128 VAPOR ACCURACY CHECK
BUTH LABS LOT 13230 EXP 16/16-2015

-~ SUPERVISOR NODE ——-

© BLANK TEST

: RSN < = 16283

INTERNAL STAMDARD - WERIFIED  {g:4S

- EXTERNAL STAMDARD -B33 o
BLAMK TEST « B8G 16:B6
EXTERMAL =TANDRRD « B39 ey

" BLAMK TEST . « B 16887
EXTERNAL STAMDARD . - » 895 1613
ELARHK TERT » B0 6iEa

.

SIM,
AYG.,

1
B92E

ol

_FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWAY FATROL
BAC DATAMASTER SERIAL NUMBER 2o4i72
1i-87-13

ARREST TIME:
FUBJECT HAME:
"
DOB: ei-gi-01
STRTEAD, L.t KH-H
RARREITIMG OFFICER:
A
OFFICER I.D.: ¥
TESTING OFFICER:
CARYER-DEWAYME-T
OFFICER I.D.: 44
PERMIT HMUMBER: 23015l
EXPIRATION DATE: 45/23-/15
MISCELLAMEOUS DATA:
RFI TEST

B 66

SEX: M

-—- EREATH AMALYZIS -—-

_ BLANK TEST . G 161 16
S —TINTERHAL STANDARD VERIFIED  14:1@
JSUBJECT SAMPLE A L1 10

“_RHBID_IHTEPFEREHEE
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